SINAR™ TECHNOLOGY
MOISTURE PROBE
USER MANUAL.

Read all instructions prior to operating your Sinar™ Moisture Probe. Whenever
using this unit, remember to follow the appropriate operating procedures.
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The performance of this Moisture Analyser is dependent on the correct use and
instrument care by the customer. It is important to check the calibration (both
commodity and hardware) periodically and, if necessary, make adjustments
following the procedure in this manual. The commodity calibration can be
checked by comparing the Moisture Analyser results against reference samples,
e.g. oven tested samples (please ensure that tested samples are based on the
correct oven test specification).































































